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Abstract 
We analyze the effect of a highly dispersive element placed inside a 
modulated optical cavity on the frequency and amplitude of the mod- 
ulation to determine the conditions for cavity self-stabilization and 
enhanced gyroscopic sensitivity. Hence, YZ model cavity rotation or 
instability by an arbitrary AM/FM modulation, and the dispersive 
element as a phase and amplitude filter. We find that anomalous 
dispersion may be used to self-stabilize a laser cavity, provided the 
magnitude of the group index of refraction is smaller than the phase 
index of refraction in the cavity. The optimal stabilization is found to 
occur when the group index is zero. Group indices with magnitudes 
larger than the phase index (both normal and anomalous dispersion) 
are found to enhance the sensitivity of a laser gyroscope to rotation. 
Furthermore, our results indicate that atomic media, even coherent su- 
perpositions in multilevel atoms, are not useful for these applications, 
because the amplitude and phase filters work against one another, i.e., 
decreasing the modulation frequency increases its amplitude and vice- 
versa, with one exception: negative group indices whose magnitudes 
are larger than the phase index result in negative, but enhanced, beat 
frequencies. On the other hand, for optical resonators the dispersion 
reversal associated with critical coupling enables the amplitude and 
phase filters to work together under a greater variety of circumstances 
than for atomic media. We fhd that for single over-coupled resonators, 
or in the case of under-coupled coupled-resonator-induced absorption, 
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the absorption and normal dispersion on-resonance increase the con- 
trast and frequency of the beat-note, respectively, resulting in a sub- 
stantial enhancement of the gyroscopic response. Moreover, for cavity 
self-stabilization, we propose the use of a variety of coupled-resonator- 
induced transparency that is accompanied by anomalous dispersici. 
1 Introduction 
The additional phase shift acquired by an electromagnetic wave as a result of 
the motion of a medium, known as the Sagnac effect, accumulates each round- 
trip and is transformed into a frequency shift inside an optical cavity. The 
Doppler shift owing to the rotation of a ring laser, for example, is determined 
from the beat-frequency of two counter-propagating modes, which are made 
to interfere at a location outside the cavity. Ideally, for the measurement of 
motion, only the Sagnac effect contributes to the measured beat-note. There 
are, however, deleterious influences on the round-trip phase shift which can 
bias or obscure the measured beat frequency. Cavity instabilities, for ex- 
ample, produce random fluctuations in the round-trip phase-shift, and are 
known to limit the beat-note resolution to qp-oximately 1Hz. Active elec- 
tronic feedback techniques can increase this resolution by several orders-of- 
magnitude, but they suffer from inherent electronic noise and response time 
limitations. In addition, coupling between the counter-propagating modes 
as a result of (dissipative or conservative) backscattering and/or differential 
loss (or gain) can substantially reduce gyro sensitivities, or even result in a 
dead-band due to injection locking between the two modes. 
In recent years there has been an interest in the development of highly 
dispersive materials whose resonant features can speed up, slow down, stop, 
store, or reverse the propagation of pulses of light [l], [2]. In particular, 
the use of coherent interactions in driven multilevel atoms or in multiple 
coupled resonators enables a large dispersion without the absorption typi- 
cally associated with material resonances. Because of the practical difficul- 
ties associated with the use of electronic resonances in atomic gases, many 
researchers have focused on the development of analogous solid-state ma- 
terials and integrated optical structures possessing similar characteristics. 
One key practical advantage to the use of optical resonators is that the cou- 
pling does not require external fields. Previously, we demonstrated that 
coherence effects such as eIectromagneticalIy-induced transparency (EIT) , 
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electromagnetically-induced absorption (EIA), and gain-assisted superlumi- 
nality (GAS) have analogies that can just as readily be implemented in sys- 
tems of coupled optical resonators [15], [17], [lS]. In this paper we discuss 
the use of elements with substantially modified group velocities within a laser 
cavity for the purpose of: (i) compensating undesirable phase shifts such as 
those due to cavity instabilities, and (ii) enhancing desirable phase shifts 
such as that due to rotation. The main point is that the dispersive element 
results in an additional phase-shift, whose size is dependent on the size of 
the effect to be compensated or enhanced. 
The use of modified group velocities has been discussed for the enhance- 
ment of optical gyroscopes by several authors in recent years. Throughout 
this literature, however, conflicting conclusions are made, with some authors 
reporting an enhancement in sensitivity for norma1 dispersion [3, 4, 5, 61, 
and others for anomalous dispersion [7]. This is due, at least in part, to 
a confusion between the beat frequency and its derivative with respect to 
rotation. Shahriar pointed out that the enhancement predicted by many 
authors for an interferometric gyro containing a slow-light medium, applies 
only to relative rotation measurements, not to measurements of absolute ro- 
tation where the source and gyroscope are co-rotating and the Sagnac effect 
is independent of refractive index. The splitting of modes in a ring cavity, 
on the other hand, does depend on refractive index, and so it is possible 
to achieve a dispersion-related enhancement only in this case. In addition, 
Shahriar was the first to predict an enhancement for a fast-light medium, 
and found a critical anomalous dispersion (CAD) where the enhancement 
becomes nearly infinite at ns = 0, limited only by higher-order dispersion. 
However, Shahriar’s predictions of CAD, and those of other authors are in 
contrast with intracavity spectroscopy experiments on two-level atoms [9], 
which demonstrate that, within certain constraints, an enhancement occurs 
in the gyroscopic response for both normal and anomalous dispersion. Fur- 
thermore, a major shortcoming in all of these investigations is that they 
ignore the absorptive response of the medium, which acts an an aaplitude 
filter. 
Taken together, these inconsistencies and deficiencies emphasize the need 
for a more comprehensive understanding of the effect of such a highly dis- 
persive medium on a rotating optical cavity, that agrees with experimental 
results. Toward this objective this end, we take a modulation spectroscopy 
approach. We derive the equations for the modulation spectroscopy of opti- 
cal resonators incorporated into a laser cavity, and demonstrate that such a 
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resonator acts as an amplitude and phase filter, affecting (demodulating and 
shifting) the frequency components of the cavity instability or Doppler shift. 
Thus, we consider the modulation to be either deleterious (such as a cavity 
instability) or desirable (such as a rotation, index of refraction, or other thing 
to be sensed), and we derive the conditions under which the modulation may 
be enhanced or diminished. 
2 Modulation Spectroscopy 
Modulation spectroscopy[8] is a powerful technique commonly employed for 
determining the dispersive and absorptive characteristics of a mt&um. A 
weak low frequency amplitude or frequency modulation is incident on the 
medium to be examined. The phase delay and demodulation of the output 
are then related to the amount of advancement and attenuation, respectively, 
that a pulse would experience zj it were to travel through that same medium. 
As we will discuss, the demodulation and phase shift are directly related to 
cavity self-stabilization and gyro enhancement. 
Consider a mixed AM/FM modulation of carrier frequency wo = cko and 
modulation frequency w, = ck,. The modt;lated electric field 
&(z, t )  = f ( z ,  t)ei(koz-wot+cpo(z,t)) + c.c. (1) 
can be decomposed into its Fourier components, 
where wh = wo f w, = ckh, frequencies are indicated by subscripts, and 
quantities that are modulated or rapidly-varying in z or t are denoted with 
a tilde. Alternatively, the field can be decomposed into its carrier and mod- 
ulated components, 
where the modulated field is 
E(z, t )  = E&, t)  + =E&, t ) ,  
&n(z,t) = [E+(z,t)e i(k*z-wmt+cp+ (z,t)) 
(3) 
+ E- (z, t)e-i(l"""-w"t-cp-(",t)) I e--iPo(",t). (4) 
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The modulation may be further decomposed into its AM/FM components, 
Em(z,t) = & N ( z , t )  +i&FM(z,t). (5 )  
In writing Eq. (2) we have assumed that any FM component of the signal is 
sufficiently weak that there are not more than two sidebands in the frequency 
spectrum. The AM component is purely real regardless of the strength of 
the modulation, but the FM component is purely imaginary only within this 
approximation. When the sidebands axe of equal amplitude, it is common to 
define a relative modulation index M ( z ,  t )  = E+(z, ~ ) / E o ( z ,  t). Note that each 
frequency has its own slowly-varying amplitude and phase, which determines 
the relative modulation index, M (  z, t ) ,  as welI as the AM/FM signal mixture. 
For a pure AM signal the two sidebands have equal amplitudes and are in- 
phase, whereas for a pure FM signal they have equal amplitudes but are 
anti-phased. We will consider the cases of an FM signal with M << 1, and 
an AM signal with M >> 1. 
Depending on the experimental configuration of interest, it is convenient 
to incorporate the sideband phase, cp*(z,t), into either the spatial or the 
temporal modulation frequency, i.e., we recast Eq. (4) in terms of either 
the spatial or temporal heterodyne beat-frequency. Furthermore, we 
often not concerned with global phase factors and losses, so we divide 
modulated field by that of the carrier to obtain the relative modulation 
are 
the 
where wb(z, t)t = w,t - 8(z, t ) / 2  is the temporal beat frequency, kb(z, t )z  = 
kmz + B(z,t) /2 is the spatial beat frequency, B(z,t) = cp+(z,t) - cp-(z,t) 
is the phase difference, and tan$(z,t) = &-(z,t)/&+(z,t) is the amplitude 
ratio of the interfering sidebands, respectively. The slowly-varying relative 
modulation amplitude and phase (with respect to the carrier) are M ( z ,  t)  = 
cp-(z, t ) ] / 2  - cpo(z, t)  = B(z, t ) / 2  + cp-(z, t)  - ’po(z, t),  respectively. Note 
that the amplitude M ( z ,  t )  becomes simply &?M(z, t )  when the side-bands 
have equal amplitudes. We shall primarily be concerned with temporal, 
2 112 Ern(z,t)/E~(z,t) = [ ~ + ( z , t ) ~  + ~ - ( z , t )  ] / E O ( Z , ~ )  and~m(z , t )  = [q+(z,t)+ 
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rather than spatial, beat-frequencies, in accordance with our aim of studying 
perturbed laser cavities. 
A parametric plot of Eq. (6) traces out, at the frequency w, an ellipse 
of eccentricity 1/2 sin $ cos $/(cos $ + sin $) and tilt angle 8/2 with respect 
to the horizontal axis, as shown in Fig. 2c. The vertical(horizonta1) axis 
determines the FM (AM) component of the modulation. The s p d a l  case 
of a single sideband ($ = 0 or 7r/2) is simply represented by a circle (with 
opposite rotation for the two different sidebands). Equal amplitude sidebands 
$ = 7r/4 are represented by a straight line, with 9 = 0 for the pure AM case 
and 9 = 7r for the pure FM case. In general, the modulation ellipse evolves 
in size and shape as a result of propagation through a medium or interaction 
with a structure, until a steady-state is reached. Neglecting terms of the 
order of M2,  the intensity of the modulated signal is 
C C I(., t )  = -{E(&) M - [E0(Z, t ) 2  + 2E0(X, t)EAM(z, t)] . (7) 47r 2n  
The FM signal component does not contribute to the intensity, except insofar 
as the evolution of the modulation ellipse transforms it to an AM signal. 
The modulation in the frequency domain (ignoring negative frequencies) 
is obtained from the temporal Fourier transform of Eq. ( 2 ) ,  
B ( w ,  z )  = E ~ ( Z ) J ( W  - wo)e i(koz+rpo(z)) 
+ ~ + ( z ) b ( w  -w+)e i ( k t  z+v+ ( z ) )  
+ E-(Z)S(W - w-)ei(B-Z++(z)). (8) 
In performing the Fourier transform we have assumed that the variation in 
t is sufficiently slow in comparison with the time-scale of interest (Lhe time 
between structures) that we can drop the time-dependencies in the slowly- 
varying quantities, and obtain perfect delta-functions in frequency. 
Now, let us determine the effect of a sequence of (coupled) resonators 
on the modulation. The response function for one such (coupled) resonator 
structure is 
where &(w) = @(w) + i A ( w ) / 2  is the complex effective phase-shift, @(w) is 
the effective phase-shift, and A(w) = -21n l ~ ( w ) I  is the effective loss coeffi- 
cient of the resonator structure, respectively. Where there is the possibility 
of confusion, capitalized letters will be used throughout this discussion to 
distinguish effective versions of material quantities from their non-effective 
.(w> = l~(w)le*'(~) = e@U), (9) 
6 .  
counterparts. For p passes across the structure, the response function is 
modified, 
where @(z) = cp(z) + ia(z)/2 is the contribution to the complex phase shift 
due to the intervening material between the resonator structures, d(z) is 
single-pass phaseshift, and a(.) is the net dimensionless loss (or gain) coef- 
ficient. We assume that the frequency dependence of @(z) is weak in com- 
parison with that of 6(w).  Hence, the factor q is simply a global complex 
phase shift, whose real part, cp(z), is a global phase factor that can be ne- 
glected, and whose imaginary part, a(z),  causes an overall attenuation (or 
gain). We lump all forms of gain or loss into a(z). In the case of a laser, 
under steady-state conditions, the total loss would be compensated by the 
saturated gain at the lasing wavelength. We shall consider two cases: (i) a 
laser operating at wo with noise components modeled by weak ( M  << 1) FM 
sideband frequencies (Fig. 2a), and (iz) a rotating (or otherwise perturbed) 
laser gyro, whose counter-propagating hequencies of w+ and w- are modeled 
by strong ( M  >> 1) AM sidebands that interfere with one another result- 
ing in a beat-note, and where residual backscattering is modeled by a weak 
carrier frequency (Fig. 2b). Hence, the threshold conditions are A0 + Q = 0 
and A* + Q = 0, for cases (i) and (ii), respectively, i.e., the presence of the 
structure modifies the lasing threshold. We assume that the saturated gain 
line is much broader than the spectrum of the resonator structure, which in 
turn is much broader than the frequency components of the modulation, such 
that the effect of the gain medium can be lumped into p(z). This assumption 
is good provided the laser cavity is much larger than the resonators. 
+, .) = e i P ( m + @ ( 4 ) .  (10) 
The transmitted electric-field in the frequency domain is given by 
For the input electric field, @(w,z), we use Eq. (8) but first drop the z- 
dependencies in the slowly-varying amplitudes and phases, since we explicitly 
account for it by use of the transfer function. Neglecting the global phase 
factor, cp(z), we obtain 
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Hence the (coupled) resonator sequence acts as an amplitude and phase 
filter on these three frequencies. The effect of this filter is entirely described 
by the complex effective phase-shift 6. The real-valued quantities A and ip,  
describe the amplitude and phase filters, respectively. Simply considering 
the effect of the amplitude filter, it is clear from this expression that a sin- 
gle non-amplifying resonator (or non-inverted two-level atom) would absorb 
more of the carrier than the side bands, thereby increasing the relative mod- 
ulation amplitude. The opposite is true of amplifying single resonators or 
inverted two-level atoms, and of coupled structures or three-level atoms that 
demonstrate induced transparency. Next we will examine the effect of the 
phase filter. 
We take the inverse Fourier transform back to the time domain to obtain 
the transmitted electric field 
,@(z, t )  gt(z, t)ei(kor-~ot+po+pQo) + C.C. (13) 
and, as in Eq. (3), factor out the rapid variation and separate the result into 
a carrier signal, 
(14) Eo(z)  t = EOe-P(4/T)+A0)/2 
and a modulation, 
g$(z, t )  = [ E + e i ( ~ ~ . - ~ n t + ~ + ) e ~ ~ ~ +  
+ € - e - ~ ( ~ z - ~ ~ ~ - p - ) e ~ P ~ - ]  e-('p0+P@0)e-P42, (15) 
where Et(z, t )  = &:(z)+gh(z,t). Note that Eq. (15) can be obtained directly 
from Eq. (4), if we ignore the slowly-varying dependence on t ,  make the 
transformations, 
(PO,&(Z) + Po,* + P (v(4 + @o,Lt) 
EO,& (2) + EO,& exp z-P (44 + &,dl > (16) 
and ignore the global phase factor ( ~ ( z ) .  Because @(z) is a global complex 
phase factor, it does not contribute to the beat-frequency, nor to the relative 
evolution of the modulation ellipse, i.e., it does not change M ( s , t ) ,  nor 
does it change the AM/FM signal mixture. Thus, in the absence of the 
structures, Eq. (6) suEces to describe the modulation, provided we drop all 
slowly-varying dependencies. Our assumption is, therefore, that the relative 
modulation does not evolve, or evolves only weakly, in the absence of the 
structures. 
In the presence of the resonator structures, on the other hand, the strong 
frequency-dependence of @(w) modifies the beat-frequency, and causes the 
modulation ellipse, the relative modulation index, and the AM/FM signal 
mixture to evolve. We rewrite Eq. (15) in form similar to that of Eq. (6), 
i.e., 
] (17) 
1 .n;lt(z, t )  = M(z)ei'm [cos($)ei@mZ-'bt) + sin($)e-i(kl-nbt> 
= M (z)ei@m [cos( $) ei(Kbz-Wmt) + sin($)e-i(KbZ-Wmt) 
where i&,t = w,t - 0 /2  is the effective temporal beat frequency, Kbz = 
kmz + 0/2  is the spatial beat frequency, 0 = 'p+ - ~ p -  is the initial phase 
difference, 0 = 0 +p(@+ - @-) is the effective phase difference, and tan $ = 
E- exp(-pA-/2)/&+ exp(-pA+/2) is the amplitude ratio of the interfering 
sidebands, respectively. The relative modulation amplitude and phase are 
M ( z )  = Em(z)/&0(z) = [E$ exp(-pA+)+E! exp(-~A-)]'/~ exp [-p4~)/2]/E0 exp(-pA0/2), 
and @m = [(P+ + ~ p - )  + p ( @ +  + @-)]/2 - (PO +P@o) 0 /2  + (so- + p a - )  - 
(yo +p@o) ,  respectively. Alternatively, the Pxplitude variation of &(z) can 
be incorporated into the beat-frequency while that of &o(z) is incorporated 
into a,, i.e., Eq. (17) can be cast in terms of complex quantities 
I 
where f&,(z)t = wmt - 6(2)/2 = fl;2bt - 0(2)/2 = 
Kbz+ipAb/2 are the complex effective beat frequencies, Ab = a+(A++A-)/2 
is the total average effective loss, z>(z) = 0 +p[&+(z) - @-(z)] = 0 + iAb is 
the complex effective phase difference, and tan$ = &-/&+ is the amplitude 
ratio, respectively. The relative modulation amplitude and phase are M = 
E J E O  = [ E $ + E ~ ' / ~ / E ~ ,  and &(z) = ([cp++cp-]+p~~+(z)+&-(a)1)/2-[cpo+ 
p&(z)] = 6(2)/2 + [p- +p&-(z)] - [PO +p&(z ) ] ,  respectively. For clarity, 
amplitude variations of effective quantities with z are explicitly indicated, 
but phase variations are not, Le., the dependency of ab on z is implicit. 
Notice that when the carrier frequency is on-resonance with the structure 
the attenuation of the sidebands is balanced, i.e., A+ = A_. In this case, 
and kb(Z)Z = kmZ 
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when p(@+ - @-) = 2qn, where q is an integer, the mixture of the AM/FM 
signal shown in Eq. (5) is not altered by the structure (though a phase-shift 
and demodulation occur, i.e., there is a change in beat-frequency and relative 
modulation). On the other hand, when the carrier frequency is off-lcisonance 
there is always a change in the AM/FM signal mixture since A+ # A_. 
Again, only the AM part of the output signal contributes to the modulated 
intensity. However, the presence of the resonators can transform a purely 
FM input to an AM output signal, thereby affecting the output intensity, 
which we obtain from Eq. (7) as 
where 1: = ( ~ / 2 7 r ) E ~ e - p ( " + ~ O )  is the transmitted intensity of the carrier, and 
E A M ( Z ,  t )  = &+IT+I" cos [(arn +0/2) + (km2 - w,t)] 
+ E-17-IPCOS I(@, - 0/2) - ( L z  - W , t ) ] ,  (20) 
is the transmitted AM field obtained from Eq. (17). This output signal 
represents the heterodyne interference of the carrier with the two sidebands, 
and can be separated into components that are in-phase and in-quadrature 
with the modulation, i.e., 
where 
represent the in-phase and in-quadrature components, respectively. Conven- 
tional wavelength modulation spectroscopy relies on the assumption that w, 
is small compared to the width of the spectral profile, such that the absorp- 
tion and phase-shift Merences between the various frequency components 
of the modulation are small. Depending on the nature of the filter, this as- 
sumption may become invalid for large p .  However, to the extent that this 
assumption holds, the output components for a pure FM input field (E = E+ 
andO=n)are  
M Mp(A- - A+) 1% 1” - IT- I” p M 2 M  
17-0 lp 
y M 2MGm. (23) 
In this case, ,f3 is proportional to the loss difference of the sidebands, and 
determines the first derivative of the absorption, while y is proportional to 
the difference in the phase-shift experienced by the carrier and the average 
of the phase shifts experienced by the side-bands, and determines the second 
derivative of the dispersion. Note that p = 0 for a pure FM output (0 = T) .  
For a pure AM input field(&- = E+ and B = 0), the components are 
p M 2M -t l r - I p  M -Mp(A- + A+ - 2Ao)  
I ~ O P  
y M - M e .  (24) 
In this case, p is proportional to the difference between the loss of the carrier 
and the average loss of the sidebands, and determines the second derivative 
of the absorption, while y is proportional to the phase difference of the side- 
bands, and determines the first derivative of the dispersion. Note that y = 0 
for a pure AM output (0 = 0). 
Eqs. (26) and (24) are the traditional equations for AM/FM spectroscopy. 
They rely on the assumption that the absorption and dispersion axe weak, i.e., 
there are many modulation cycles per phase shift and each (complex) phase 
shift is small, 10 -01 << 21wrn1rc and lAbl << lal. In this case, the measured 
beat-frequency is approximately the modulation frequency, w,. On the other 
hand, this assumption does not hold for large values of l6-el = p]6+-6”. If 
and there are many complex phase-shifts per modulation cycle, the dispersion 
can modify the measured instantaneous heterodyne beat frequency, and the 
absorption can be large enough to alter the shape and size of the modulation 
ellipse. 
3 Sensitivity of the Beat-Note to  the Modu- 
lation 
Notice that the output modulation is phase-shifted with respect to the input 
by p(G+ - @-)/2. This phase shift has no effect unless an interferometer or 
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cavity is present. An interferometer transforms the phase shift into intensity 
change, whereas a cavity transforms it into a frequency shift. For interferom- 
eters, or pulse propagation it is useful to think of the phase shift as modifying 
spatial frequencies. Provided there is no fluctuation from structure to struc- 
ture, we may consider the phase shift to be evenly distributed, rather than 
localized at a particular structure, and replace p with z /L ,  where z is the 
propagation distance and L is the length between structures. We can then 
invoke an effective propagation constant K = nw/c + @/L. The presence 
of the resonator structure thus alters the spatial beat-frequency. Comparing 
the spatial beat-frequencies from Eqs. (17) and (6), we obtain 
where K, =- (@+ - @-) /2L is the contribution to the spatial beat-frequency 
due to the resonator structure. Hence, the spatial beat-frequency increases 
for normal dispersion. Any external change in spatial frequency is enhanced 
by the normal dispersion of the resonator structures, which leads to the 
conclusion that slow-light can increase the performance of interft;lOmeters, 
whereas fast-light generally decreases their performance (unless its magnitude 
is quite large). 
On the other hand, for cavities it is useful to think of the phase shift 
as modifying temporal frequencies. If, instead of a sequence of structures, 
we consider a ring cavity that contains a single structure, then the Q of the 
cavity will determine the number of passes, p ,  which becomes infinite for a 
stable laser cavity. Thus, the effect of a resonator structure in a cavity is 
considerably larger than in an interferometer. The distance between struc- 
tures L is set by the cavity length. In this case we replace p wherever it 
appears with z / L  + t/rc, where T~ = ncL/c is the round trip time of the 
cavity. It is assumed that fluctuations in the modulation of Eq. (??) are 
slower than the cavity round-trip time. We invoke an effective frequency 
0 = w - Again, with each pass, the presence of the resonator structure 
alters the temporal beat-frequency, and we obtain 
0, = wb + (26) 
where 0, -= - (@+ - CP-) /2r, is the contribution to the temporal beat- 
frequency due to the resonator structure. Again, we find that normal dis- 
persion (0,. > 0) increases the modulation frequency, i.e., whereas 
anomalous dispersion (0, < 0) decreases it, i.e., f i b  < w b ,  (the sign conven- 
tion for the phase does not fool us into thinking the opposite). Hence normal 
> 
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dispersion enhances gyroscopic response. Anomalous dispersion, on the other 
hand, stabilizes a cavity provided its magnitude is sdficiently small, i.e., for 
R, > -2wb. The modulation is completely compensated by the coupled 
resonators when 
f 2 ~  = -wb. (27) 
which results in perfect cavity self-stabilization, i.e., f i b  = 0. For anomalous 
dispersions whose magnitudes are sufficiently large that 0/2 > w,t, then 
f2, < -wb, and the resulting beat-frequency will be negative. When R, < 
-2wb, then the magnitude of the resulting negative beat-frequency will be 
larger than the beat-frequency in the absence of the resonators, i.e., ] f i b ]  > 
Iwbl, again resulting in an enhancement of the gyroscopic response. 
Note that the phase filter effects any frequency shift that may occur in 
the cavity. This frequency shift may be due to instability, or it may be a 
Doppler shift due to rotation of the cavity. The Doppler shift due to rotation 
can be considered to be simply a strong (A4 >> 1) AM modulation where the 
two sidebands represent the two standing-wave eigenmodes, and the carrier 
frequency results from dissipative effects such as backscattering and/or differ- 
ential loss. Ideally, for the measurement of rotation, the sidebands will have 
the same frequencies as the counter-propagacing traveling-wave modes, and 
the residual carrier frequency will be unimportant in comparison with the 
strong modulation. However, any form of coupling, whether it be conserva- 
tive (specular reflections) or dissipative (diffuse reflections or differential gain 
or loss) will cause the sideband frequencies to deviate from the frequencies 
of the counter-propagating modes, and therefore lead to a reductiol, in gyro 
sensitivity at low rates of rotation. Moreover, any dissipative coupling (in 
the form of back-scattering and/or differential gain or loss) will feed frequen- 
cies between the two side modes. If the back-scattering is sufficiently strong, 
these central frequencies can injection lock the side bands, elimin3ting the 
Doppler shift and leading to a dead-band. The amplitude filter effects the 
relative modulation, and hence the relative size of the dead-band. Therefore, 
to determine whether a dispersive element improves the performance of a 
laser gyro, in addition to the modification of the modulation frequency by 
the dispersion, the modification of the relative modulation by the absorption 
must also be taken into account. 
The interference of the modulation side bands, i.e., of the decaying red- 
and blue-shifted complex effective frequencies & = && - &*/T, can be de- 
scribed entirely by a complex effective beat frequency f i b  = -A6b/2Tc = 
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a b  - i&/27-,, that consists of contributions from both the modulation (rota- 
tion or instability) and from the (coupled) resonator structure, i.e., 
where (;rb = -A4/2rc = wb-ia/27-, = (&+ -&-)/2 is the gyro beat-irequency 
in the absence of the (coupled) resonators (i.e., the modulation frequency) 
and fi, = -A&, /~T,  = 0, - iA,/27-, is the contribution to the complex 
beat-frequency from the (coupled) resonators. The beat-note frequmcy and 
contrast are represented by the real and imaginary parts of the complex 
effective beat-frequency 
a+ - a- 
=!& = b&+!& 
2 
where a b  = -A@b/27-, is the real-valued effective beat-frequency between 
the real-valued Doppler-shifted effective freyencies R,t = uh - @*/re, R, = 
-A@,/27, is the contribution to the real-valued beat-frequency from the 
(coupled) resonators, and A, = (A, + A-)/2 is the contribution to the 
average round-trip loss coefficient from the coupled resonators. Note that 
each frequency is related to a phaseshift. Hence, Eq. (28) can just as 
readily be written in terms of phase-shifts 
A&b = A4 + A&, = A@b + iAb (31) 
. where A6 = 7, - &. = A# + icw is the complex phase-shift-per-round-trip 
due to the rotation, and A&, = 6+ - &T>r = A@, + iA, is the additional 
complex phase-shift per round-trip due to the (coupled) resonators. The 
real-valued relation that corresponds to Eq. (31) is A@b = A4+ A*,, where 
A$ = q5+ - 4- and A@,. = @+ - @-. 
Note that the quantity A&p is complex because the resonators act as 
both a phase and an amplitude filter. Importantly, this additional com- 
plex phaseshift depends on A#, such that both the rotation a n i  the res- 
onators contribute to the total phase-shift per round-trip. If this were not 
the case, then the sensitivity of the gyro would be unaffected by the presence 
of the structure (although the beat frequency would be affected). Moreover, 
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both the real and imaginary parts depend on the rotation, i.e., A&,(A4) = 
A@,(A4) +iA,(A$). Hence, the gyro sensitivity is determined by the deriv- 
ative 
- d(A6b) d(A&b) .d(A&) d(A6b) + dAb 
In a laser the saturated gain adjusts itself to maintain a steady-state, i.e., 
a is a function of A,., such that the total loss Ab = a(A,.) + A, = 0 stays 
constant. Hence, dAb/da= 0, and 
(32) I=- -  -- -ap=- -d(A& d(A4 da d(A4 & * 
is a complex enhancement factor whose real and imaginary parts indicate the 
sensitivity of the beat-note frequency and contrast to the modulation (gyro 
rotation or cavity instability), respectively. 
To determine whether the performance of a gyroscope is improved, we 
must examine both the real and imaginary parts of 6. The real and imaginary 
parts obey the equations 
Le., they are slopes that determine the sensitivity of the beat-note frequency 
and contrast, respectively, to an external modulation. An enhancement in 
beat-frequency sensitivity occurs provided ]d f ib /dWbl  > 1, i.e., when 
II'l > 1, (36) 
Note that this condition can be satisfied for either normal or anomalous dis- 
persion, i.e., the slope can be positive or negative, the only requirevent for 
an enhancement in sensitivity is that its magnitude satisfy Eq. (36). How- 
ever, whereas normal dispersion (slow light) always enhances gyro sensitivity, 
anomalous dispersion (fast light) only enhances gyro sensitivity if the magni- 
tude of the dispersion is sdciently large. Moreover, the beat-note contrast 
is enhanced when 
[I1 < 0, (37) 
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In this case, the side-bands experience less absorption than the carrier fre- 
quency, resulting in an increase in the beat-note contrast. 
Now, let us recast the derivative in Eq. (33) in terms of the single-pass 
phase-shift of the resonator structure, rather than that of the cavity. Since 
d$e/Te = d$,/r,, we may make the transformation 
1 n l  d@+ dA+ 
= z (n ,L ) [ (Z+G+3+ ; (2K-$k ) ]  (38) 
where $e = (w - we)re is the single-pass phase-shift in the cavity, $, = 
(w -w,)T, is the single-pass phase-shift in one of the resonators, rc = n,L/c is 
the round-trip time in the cavity of length L and refractive index n,, 7, = n l / c  
is the round-trip time in one of the resonators of length 1 and refractive 
index n, and w, and we are the resonant frequencies of the resonators and 
cavity, respectively. Provided the (coupled) resonators are on-resonance with 
the cavity, i.e., w, = uc, then 6+ = -6: (@+ = 4- and A+ = A-), 
d&+/d$e = d&:/d$e (d@+/d4c = d@-/d$, and dA+/dq5e = -dA-/dd,), and 
we obtain the more compact expression 
d(A6 , )  d6+ d6+ 
In this case, the enhancement factor can be written 
-=-- 
d ( W )  d4e 
I nl d&+ 
(39) 
Now, recall that for (coupled) resonator structures K = nw/c  + @ / L  = 
N w / c  is the effective propagation constant, and N is the effective refractive 
index. In this case, the distance between structures is equivalent to the 
cavity size L. The group index is related to the density of such structures 
per-unit-length, and is defined as 
c d@ 
= ne+-- 
d K  dN 
L d w  
n' E c- = N + w -  dw dw 
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where we have ignored material dispersion. We may also define a complex 
group index 
where I? = nw/c  + &/I, = f i w / c  is the complex effective propagation con- 
stant, fi is the complex effective refractive index, and 
is the imaginary part of the group index, which represents the loss dispersion 
of the structure. The real and imaginary parts of the group index are related 
by a Kramers-Kronig relation. 
For the case when the resonators are on-resonance with the cavity, the 
relation between the complex group index and complex enhancement factor 
is readily discerned by comparing Eqs. (40) and (42) 
- ?Lg((w+) ?Li(w-) E=-----=- 
11, n c  ' (44) 
Moreover, returning to Eq. (38) we obtain the more general relation for the 
complex enhancement factor 
whose real and imaginary parts indicate the effects of the phase and ampli- 
tude filters, respectively. 
Note that these results are in contrast with those of previous authors who 
found that the enhancement factor applied to the beat frequency, rather than 
its sensitivity. In particular, Shahriar et al. correctly predicted that a gyro 
enhancement could occur for fast light, but incorrectly predicted the magni- 
tude of the enhancement, and found a critical anomalous dispersion (CAD) 
where the enhancement becomes almost infinite at ng = 0. Instead, we pre- 
dict the gyro sensitivity to become zero at this point, and that anomalous 
dispersion only provides an enhancement for ng < -nc. 
In summary, we find that an enhancement in gyro sensitivity occurs when 
Ie'l > 1 and e'' < 0, (46) 
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i.e., the dispersion can be either normal or anomalous, and the relative loss 
should be higher for the carrier than for the sideband Doppler-shifted fre- 
quencies. On the other hand, we find that only anomalous dispersion will 
self-stabilize a laser cavity. The greatest stability occurs when ng = 0 (CAD) 
and the range of group indices over which stability occurs is given by 
-1 < < 1. and ['I > 0. (47) 
The stability under CAD conditions appears similar to a dead-band, i.e., the 
slope of the beat-note vs. rotation (or voltage) becomes zero. However, this 
is not an injection locking effect. It holds even for a unidirectional Idser. We 
note also, that under CAD conditions a pulse becomes completely spatially 
extended throughout the fast-light medium. For negative group indices, the 
pulse is still spatially expanded for indices ng > -n,, moving backwards in 
the medium. For indices ng < -n,, the pulse is actually spatially compressed, 
similar to what occurs in a slow light medium (but the pulse moves back- 
ward). Therefore, an enhanced gyroscopic response is correlated to spatial 
compression of a pulse, whereas stabilization correlates with spatial expan- 
sion. The reason for this is that spatial expansion corresponds to a cavity 
that is effectively decreased in size, and visa-versa. Again, one of the most 
interesting cases is ng < -nc, where the pulse inside the medium is com- 
pressed, and moves backwards, but does so slowly (even though it's a fast 
light medium), thereby corresponding to an increase in the effective cavity 
size. 
4 Analysis of Specific Cases of Interest: Atoms 
and Resonators 
The amplitude and phase filters can work in concert, or against one another 
for the applications of self-stabilization or gyro enhancement. For atomic 
media, the amplitude and phase filters work against one another, i.e., de- 
creasing the modulation amplitude increases its frequency and vice-versa, 
except in one situation: for anomalous dispersions such that ng < -1, the 
beat frequency is negative, but has a magnitude that is larger than for the 
case of ng = 1, resulting in an enhanced gyroscopic response. 
In the case of two-level atoms, this is clear. For non-inverted two-level 
atoms, the absorption is higher on-resonance, which attenuates the carrier 
frequency more than the sidebands, increasing the relative modulation (in- 
dex), while at the same time the anomalous dispersion decreases the magni- 
tude of the beat frequency unless ng < -1. If the twdevel atom is inverted, 
the amplification is higher on-resonance, decreasing the relative modulation 
(index), but now the dispersion is normal, which increases the modulation 
frequency. 
The same is true of coherently prepared three-level atoms. Consider the 
three prototypical atomic coherence effects of electromagnetically-induced 
absorption (EIA) , electromagnetically-induced transparency (EIT), and gain- 
assisted superluminality (GAS) from a double-gain line. The case of EIA 
is similar to an absorbing two-level atom, i.e., absorption accompanied by 
anomalous dispersion on-resonance increase the relative modulatiou (index), 
but decrease the magnitude of the modulation frequency unless n, < -1. 
For the case of EIT, on the other hand, the transparency and normai disper- 
sion on-resonance result in an increased modulation frequency, but decreased 
relative modulation (index), i.e., the beat-frequency is enhanced, but so is 
the relative importance of the dead-band. Finally, in the case of GAS, the 
higher gain for the sidebands increases the relative modulation (index), but 
the anomalous dispersion reduces the magnitlde of the modulation frequency, 
except when n, < -1. 
Therefore, two-level atoms, EIA, and GAS are useful for gyro enhance- 
ment, provided n, < -1. Situations where n9 > 1, however, such as EIT 
and inverted two-level atoms, decrease the relative modulation (index), and 
thus are not useful for gyro enhancement. Moreover, when 1 > n9 > -1 the 
amplitude and phase filters always work against one another, and therefore 
atomic media are of severely limited use for cavity self-stabilization (stabi- 
lization of the frequency is possible but increases the amplitude instability, 
and vice versa). 
The same is not true for optical resonators. The subtle yet important 
distinction between these materials is that for atomic media the response 
function, Eq. (9), is Lorentzian, whereas for optical resonators it is an Airy- 
type expression. A Lorentz medium has poles but not zeros in the complex 
transmission, whereas resonators have both poles and zeros. The zeros indi- 
cate critical coupling, whereas the poles indicate the lasing threshold. Since 
a Lorentzian medium has no zeros, it cannot possess a critical coupling. 
Critical coupling corresponds to a reversal in dispersion. It follows that for 
atomic media the dispersion reverses only when the medium possesses gain, 
whereas for resonators the dispersion reverses at the critical coupling (even 
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when it is non-ampwing) . Indeed, single under-coupled optical resonators 
display anomalous dispersion (analogous to a two level atom), whereas single 
over-coupled resonators display normal dispersion on-resonance, i.e., a rever- 
sal from anomalous to normal dispersion occurs at critical coupling. Hence, 
resonators can be non-amplifying and possess normal dispersion (provided 
they are over-coupled), whereas atoms must be inverted to possess normal 
dispersion at resonance. 
Hence for non-ampIifying under-coupled optical resonators, the situation 
is the same as for atoms, the amplitude and phase filters oppose one another 
except when ng < -1. For non-amplifying over-coupled resonators, on the 
other hand, the amplitude and phase filters can work in concert. In this 
case the on-resonance absorption increases the relative modulation? while the 
normal (rather than anomalous) dispersion also increases its frequency? which 
is beneficial for gyro sensitivity enhancement as we have already discussed. 
This is emphasized in Fig. (3), where the resonant features of single op- 
tical resonators are plotted on an Argand diagram for a variety of couplings. 
Argand diagrams are a convenient way to plot both the absorption and dis 
persion of a resonance on the same graph. The complex transmittivity is rep- 
resented as a parametric phasor, i.e., 7'(4) = !?(4)1 [cos @(4)+' + i sin Q(4)+"]. 
Extremes in transmission occur when d/?)/d$ = 0 (when 7' I d?/d$), 
whereas dispersion reversals occur when d@/d4 = 0 (when 7' I]  d?/d$, or 
when the structure is critically-coupled). It will be useful to modify slightly 
our definition of the complex group index such that we do not need to take the 
complex conjugate for frequencies below resonance, i.e., we take the deriva- 
tive of the absorption with respect to Idr/ instead of q%., 
Hence, both the change in the relative modulation and in the modulation 
frequency are related to quantities on the Argand diagram, i.e., d]r1/dl4,l 
and d@/d4,, respectively. Rewriting, Eqs. (46) and (47) in terms of these 
quantities 
ncL > 0 +- GyroEnhancement d@ d@ - > 0 or - < -2- and -
d 4  d 4  nl dl 4r I 
4.1 
dl41 
-2 (%) < $ < 0 and - < 0 + Self-Stabilization (49) 
- 2 ( 3 < - < 0  d@ { 0”” } =+ Self-stabilization (51) 
Le., whenever dlTl/d14Tl and d@/dq5, have the same sign, or they are of 
opposite sign but d@/d& < -2n,L/nZ, then the amplitude and phase filters 
work together, either enhancing the gyroscopic response or providing cavity 
self-stabilization. Otherwise, the amplitude and phase filters work against 
one another. As shown in Fig. (3), there is a dispersion reversal for under- 
coupled resonators, which prevents both d@/d$ > 0 and d ) ~ I / d +  > 0 ne= 
4 = 0. Eq. (54) can still be satisfied if the anomalous dispersion is suf-liently 
large, i.e., d@)/dg$. < -2n,L/nZ. For over-coupled resonators, on the other 
hand, Eq. (54) is always satisfied. 
Coupled resonators can also be of benefit for gyro enhancement. For 
very weak inter-resonator couplings, the effect of coupled-resonator-induced 
absorption (CRIA), analogous to EIA can occur. CRIA can be over- or 
under-coupled, with anomalous or normal dispersion, respectively. Hence, 
over-coupled CFUA can be used to increase the effect of both the amplitude 
and phase filters, thus increasing the gyro enhancement even further than a 
single over-coupled resonator. 
However, there is a crucial difference between single resonators and two 
coupled resonators that is apparent by inspection of Figs. (3) and (4): for 
single resonators, over-coupling results in slow light at 4 = 0, whereas for 
two coupled resonators, under-coupling results in slow light at q5 = G .  Hence, 
for two coupled resonators, it is only possible to obtain both d@/d$ > 0 and 
dlTI/dgS > 0, i.e., both (’ > 1 and > 1, for under-coupled CRIA, as shown 
in Fig. (4). 
The enhancement factor depends on the frequency of the sidebands. 
When either single or coupled resonators are critically-coupled, the en- 
hancement factor ( + 00 at $, = 0. In this case, however, complete ab- 
sorption of the carrier occurs, and for small rotations the sidebands are also 
absorbed. 
The use of GAS for stabilization would decrease the modulation frequency 
but increase the amplitude of the modulation. The use of CRIT (with nor- 
mal dispersion) to enhance gyroscopic sensitivity would increase the Doppler 
shift, but attenuate the sidebands, thereby increasing the sensitivity of the 
system to dissipative processes and concomitantly increasing the dead-band. 
For the application of self-stabilization, on the other hand, both the ab- 
sorption and dispersion must be reversed. However, for optical resonators the 
dispersion will not reverse again above the lasing threshold, since it already 
reversed at critical-coupling. Hence, for an amplifying resonator, the gain 
decreases the modulation, but the normal dispersion increases its frequency, 
and again the two effects oppose one another. This is generally trve for res- 
onators with gain, whether single or coupled they follow the same logic as 
atoms and are, therefore, of limited use for these applications. 
Therefore, the only way to achieve cavity self-stabilization is to use cou- 
pled non-amplifying resonators. Coupled-resonator-induced transparency 
(CRIT) is an effect that occurs in optical resonators and is analogous to 
EIT. But in constast to EIT, CRIT may occur with either normal or anom- 
alous dispersion, depending on the coupling between the resonators. (Give 
the condition here). This is shown in Fig. (5). It is only in this case that the 
amplitude and phase filters will both demodil’ate and decrease the frequency 
of the modulation, leading to complete amplitude and frequency cavity self- 
stabilization. This is demonstrated in Fig. (6), where the sidebands of an 
FM modulation are shown with and without the coupled resonator structure. 
5 Extra Notes 
We assume in this discussion that the splitting of the CW and CCW modes 
is small in comparison to the splitting that characterizes EIT or CRIT. If the 
splitting of modes is equal to the CRIT splitting, then, it is here we have the 
greatest dispersion. 
It is also assumed that T~ < l / w m ,  Le., there are many phase-+lfts due 
to the coupled resonators per modulation cycle. This goes along with the 
working assumption for a laser gyro, right? If this was not the case, and 
there were many modulation cycles per round-trip then it would just be a 
phase-shift. Doesn’t this set a fundamental lower limit on the sensitivity of a 
gyro. Specifically, when the modulation frequency becomes very small, there 
are few phase shifts per cycle. In this case, the cavity no longer efficiently 
converts these phase shifts into a change in frequency. Thus, there is a 
fundamental lower limit on the sensitivity of a laser gyro. 
Also, the sensitivity enhancement should be greater for lower modulation 
frequencies? The number of phase shifts per cycle is larger in this case, i.e., 
s2, is greater in comparison with wb 
6 Conclusion 
We point out that this is different from resonator-enhanced Sagnac interfer- 
ometers. 
Some numbers 
We note, finally, that there exists an analogy between the effects of disper- 
sive and nonlinear elements. Just as the saturation of a laser gain medium 
compensates intensity variations, a dispersive element can compensate (or 
enhance) phase variations. Slow-light media increase phase variations, and 
thus are analogous to saturable absorbers, which increase amplitude noise in 
lasers. Fast-light media, on the other hand, decrease phase noise, and thus 
are analogous to two-photon absorbers, which decrease the amplitude noise 
of a laser. 
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8 Appendix A: Another Argument for Self- 
Stabilization 
To understand how self-stabilization can occur, consider the resonant fre- 
quencies of the ring cavity, wq(n,, L)  = 27r/r, = q27rc/n,L, where q is an 
integer. For stabilization we require that 
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This equation is satisfied when dL/dn,  = -L/n,, i.e., the change in index 
compensates the change in length. For example, as L increases wq decreases, 
but this may be compensated by a material which decreases n, th2reby in- 
creasing wq again. Thus, we require a material in which wq and n, change 
together, i.e., 6nc/6wq = n,/wq. But an increasing resonance frequency wq is 
equivalent to a decreasing frequency w ,  i.e., 
6n, 6nc6w 6% 112, -= -4 = -- = __. 
sw 6wq 6w 6% wq 
Therefore, it is anomalous dispersion that is required for self-stabilization of 
a cavity. We further note that some degree of self-stabilization occurs, i.e., 
the frequency is reduced, when the anomalous dispersion is in the range 
(54) 
nc  6% -2- < - < 0. 
&Iq 6w (55)  
Lower values of 6nc/6w will actually increase the modulation frequency of 
the instability. 
Solving Eq. (41) for the dispersion we obtain 
d N  c d@ 
dw L dw [N - ncl  
w- = --- 
= c d@ -[--“l((L)s. nl dQ, 
L d w  w 
Comparing Eqs. (54) and (56) we obtain 
d@ ncL 
d 4 - - -  n l  
_ -  (57) 
This is the anomalous dispersion required to perfectly self-stabilize the cavity. 
Again, however, some stabilization occurs in the range, 
ncL d@ 
-2- < - < 0 
nl d4 
which corresponds to group indices -n, < ng < n, or ]ngl < n,. 
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Figure 1: The additional phase-shift i@ due to a dispersive element, represented 





Figure 2: Modulation ellipses for (a) a pure FM (0 = T )  signal with M << 1, (b) 
a pure AM (e = 0) signal with M >> 1, and (c) a mixed AM/FM signal. The 
presence of a dispersive element causes the modulation to evolve, in this case from 
an initially pure AM or FM signal to a mixed signal. In a cavity, the modulation 
frequency also evolves from urn to wb provided there are many effective phast?-shifts 
per modulation cycle. The rotation of E, can accelerate (gyro enhancement with 
slow light), decelerate (increased stability), stop completely (perfect stabilization), 
reverse directions ending up with a decreased speed (increased stability), or reverse 
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Figure 3: Argand diagram of the complex electric-field transmission for a single 
resonator: (a) under-coupled, (b) critically-coupled, (c) over-coupled, and (d) over- 
coupled and lossless. The plots start at the dot q5 = 0 and proceed counterclockwise 
as indicated around the loop over a range of 27r. Dispersion reversals occur when 
a circle does not contain the origin, and occur at the intersection of the curve with 
the dotted tangential lines. (The vertical dashed and solid lines indicate ng = -1 
and ng = kco, respectively. Materials whose dispersion circles have origins (q5 = 0) 
to the left of the solid line axe over-coupled, which excludes non-inverted two-level 
atoms. This case is always useful for gyro enhancement since ng > 1. Materials 
whose dispersion circles have origins to the right of the dashed line cannot be used 
for gyro enhancement because their anomalous dispersion is too weak, whereas 
materials whose dispersion circles have origins between the two lines can be used 
for Gyro enhancement even thought they are under-coupled and display anomalous 
dispersion.) 
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Figure 4: Argand diagram of the complex electric-field transmission for two cou- 
pled resonators: (a) under-coupled CRIA (ng > 1 at q5 = 0), (b) critically-coupled 
CRIA (ng = &w), (e) over-coupled CRLA (ng < 1 at 4 = 0), and (d) GAS. (In 
this case, under-coupled CRIA is always useful for gryo enhancement (this excludes 
EIA), whereas over-coupled CRIA is useful only when the origin falls between the 
two vertical lines. For materials (EIA too) (Again, the vertical dashed and solid 
lines indicate ng = -1 and ng = f m ,  respectively.) 
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Figure 5: Argand diagram of the complex electric-field transmission for two cou- 
pled resonators: CRIT with (a) normal dispersion at q5 = 0 and (b) anomalous 
dispersion at q5 = 0. In (b) the inner circle has collapsed to a point, resulting in 
a cardioid shape and reversing the dispersion. Hence, case (b) is usefuI for cavity 
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Figure 6: Self-stabilization of a weak FM perturbation applied to a cavity (a) 
without any resonators (ng = 1, i.e., no self-stabilization) (b) with CRIT in the 
anomalous dispersion regime (ng = 0.5, i.e., imperfect self-stabilization) and (c) 
(ng = 0, i.e., perfect self-stabilization). The presence of the resonators decreases 
both the frequency and relative amplitude of the modulation. 
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Figure 7: Enhancement of a laser gyro by a single resonator placed within the 
cavity (a) without the resonator (ng = l), (b) with an over-coupled resonator (n, = 
47) and (c) with an under-coupled resonator (ng = -47). Both the beat-frequency 
and the relative modulation increase in the presence of the resonators. For case 
(c), a greater dispersion is required for the same beat-frequency enhancement as 
in case (b). However, the relative modulation is larger in (e) than in (b). We 
assume a carrier and modulation frequency of wo = 1014H2 and w, = lOKHz, 
respectively, a cavity of L = 3m and 1 / ~ ~  = 100MHz, and a resonator of Q M lo8, 
l/~,. =?, and resonance linewidth of about 100KHz. (These last numbers for the 
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Figure 8: self-stabilization of a strong FM perturbation with multiple sidebands 
applied to a cavity (a) without any resonators (ng = 1, i.e., no self-statiliaation) 
and (b) ng = 0, i.e., perfect self-stabilization using CRIT in the anomalous disper- 
sion regime. 
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